
Wilmington Pressure Data

2014
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1/8/2014 Wilm 1 33.7 33.7 0.00 0.00% 59 33.7 33.6 -0.10 -0.30%

1/8/2014 Wilm 2 32.3 32.3 0.00 0.00% 59 32.2 32.1 -0.10 -0.31%

1/8/2014 Wilm 3 33.1 33.2 0.10 0.30% 59 33.2 33.5 0.30 0.90%

1/8/2014 Wilm 4 32.5 32.8 0.30 0.92% 63 32.5 32.2 -0.30 -0.92%

1/8/2014 Wilm 5 32.8 32.6 -0.20 -0.61% 63 32.5 32.4 -0.10 -0.31%

1/8/2014 Wilm 6 32.9 32.6 -0.30 -0.91% 63 32.8 32.4 -0.40 -1.22%

1/8/2014 Wilm 7 31.3 34.4 3.10 9.90% 63 30.6 32.4 1.80 5.88% Adjusted by DMV

1/8/2014 Wilm 8 31 31 0.00 0.00% 63 31.1 31.2 0.10 0.32% Adjusted by DMV

1/8/2014 Wilm 9 32.5 32.6 0.10 0.31% 63 32.5 32.5 0.00 0.00%

1/8/2014 Wilm 10 32.8 32.7 -0.10 -0.30% 63 33.3 33.3 0.00 0.00%

1/8/2014 Wilm Spare 0.00 0.00 Out of Service

1/8/2014 Wilm Retest#7 33.9 33.7 -0.20 -0.59% 63 33.8 33.8 0.00 0.00%

1/8/2014 Wilm Retest#8 33.2 33.1 -0.10 -0.30% 63 32.2 32.2 0.00 0.00%

2/24/2014 Wilm 1 33.5 33.5 0.00 0.00% 60 33 32.8 -0.20 -0.61%

2/24/2014 Wilm 2 35.5 35.5 0.00 0.00% 60 35.4 35.2 -0.20 -0.56%

2/24/2014 Wilm 3 32.6 32.5 -0.10 -0.31% 60 32.9 32.8 -0.10 -0.30%

2/24/2014 Wilm 4 32.9 32.6 -0.30 -0.91% 60 32.8 33.1 0.30 0.91%

2/24/2014 Wilm 5 34.4 34.3 -0.10 -0.29% 60 34.2 34.2 0.00 0.00%

2/24/2014 Wilm 6 32 32.2 0.20 0.63% 60 33.8 33.8 0.00 0.00%

2/24/2014 Wilm 7 34.5 34.6 0.10 0.29% 60 34.2 34.4 0.20 0.58%

2/24/2014 Wilm 8 33.1 33.1 0.00 0.00% 60 33.2 33.1 -0.10 -0.30%

2/24/2014 Wilm 9 33.6 33.6 0.00 0.00% 60 33.4 33.4 0.00 0.00%

2/24/2014 Wilm 10 33.2 33 -0.20 -0.60% 60 33.2 33.2 0.00 0.00%

2/24/2014 Wilm Spare Not calibrated.

2/24/2014 Wilm Retest#2 34 34 0.00 0.00% 60 33.6 33.5 -0.10 -0.30% Adjusted by DMV

2/24/2014 Wilm Retest#5 33.1 33.1 0.00 0.00% 60 32.9 32.9 0.00 0.00% Adjusted by DMV

2/24/2014 Wilm Retest#7 34 33.9 -0.10 -0.29% 60 32.6 32.5 -0.10 -0.31% Adjusted by DMV

3/5/2014 Wilm 1 33.2 33.1 -0.10 -0.30% 46 33.2 32.2 -1.00 -3.01%

3/5/2014 Wilm 2 32.2 32.3 0.10 0.31% 46 32.3 32.5 0.20 0.62%

3/5/2014 Wilm 3 32.4 32.5 0.10 0.31% 46 32.3 32.5 0.20 0.62%

3/5/2014 Wilm 4 34.2 32 -2.20 -6.43% 46 34.3 32.6 -1.70 -4.96%

3/5/2014 Wilm 5 32.3 32.3 0.00 0.00% 46 32.2 32.2 0.00 0.00%

3/5/2014 Wilm 6 31.6 31.8 0.20 0.63% 46 31.5 31.7 0.20 0.63%

3/5/2014 Wilm 7 36.3 34.2 -2.10 -5.79% 46 36 33.5 -2.50 -6.94%

3/5/2014 Wilm 8 32 32.2 0.20 0.63% 46 32 32 0.00 0.00%
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3/5/2014 Wilm 9 32.4 34.4 2.00 6.17% 46 32.8 33.1 0.30 0.91%

3/5/2014 Wilm 10 32 32.4 0.40 1.25% 46 32.8 33 0.20 0.61%

3/5/2014 Wilm Spare 32.2 32 -0.20 -0.62% 46 32 32 0.00 0.00%

3/5/2014 Wilm Retest#4 33.6 33.6 0.00 0.00% 47 33.7 33.7 0.00 0.00% Adjusted DMV

3/5/2014 Wilm Retest#6 32.7 32.8 0.10 0.31% 47 32.2 32 -0.20 -0.62% Adjusted DMV

3/5/2014 Wilm Retest#7 32.8 32.9 0.10 0.30% 47 33.2 33.5 0.30 0.90% Adjusted DMV

3/19/2014 Wilm 1 33 33 0.00 0.00% 41 33.1 33.1 0.00 0.00%

3/19/2014 Wilm 2 33.1 33 -0.10 -0.30% 41 32.4 32.4 0.00 0.00%

3/19/2014 Wilm 3 32.6 32.7 0.10 0.31% 41 32.9 33.2 0.30 0.91%

3/19/2014 Wilm 4 33.1 33 -0.10 -0.30% 41 33.1 32.9 -0.20 -0.60%

3/19/2014 Wilm 5 32.8 33.8 1.00 3.05% 41 32.8 32.7 -0.10 -0.30%

3/19/2014 Wilm 6 34 33.8 -0.20 -0.59% 41 33.5 33.7 0.20 0.60%

3/19/2014 Wilm 7 33.5 33.5 0.00 0.00% 41 33.4 33.4 0.00 0.00%

3/19/2014 Wilm 8 33 33.2 0.20 0.61% 41 33.4 33.4 0.00 0.00%

3/19/2014 Wilm 9 32.6 32.6 0.00 0.00% 41 32.7 332.8 300.10 917.74%

3/19/2014 Wilm 10 33.6 33.6 0.00 0.00% 41 34.4 34.6 0.20 0.58%

3/19/2014 Wilm Spare Removed 41 0.00

3/19/2014 Wilm Retest#1 32.7 32.6 -0.10 -0.31% 41 33.3 33.4 0.10 0.30% Adjusted DMV

4/2/2014 Wilm 1 33.3 33.3 0.00 0.00% 73 33.3 33.4 0.10 0.30%

4/2/2014 Wilm 2 31.8 31.8 0.00 0.00% 70 31.6 31.6 0.00 0.00%

4/2/2014 Wilm 3 30.7 30.8 0.10 0.33% 70 32.8 33 0.20 0.61%

4/2/2014 Wilm 4 33.3 33.3 0.00 0.00% 66 33.3 33.2 -0.10 -0.30%

4/2/2014 Wilm 5 32.1 32.1 0.00 0.00% 66 32.8 32.7 -0.10 -0.30%

4/2/2014 Wilm 6 31.5 31.3 -0.20 -0.63% 66 33.1 33.2 0.10 0.30%

4/2/2014 Wilm 7 33.6 33.6 0.00 0.00% 66 33.3 33.4 0.10 0.30%

4/2/2014 Wilm 8 32.4 32.5 0.10 0.31% 66 32.3 32.3 0.00 0.00%

4/2/2014 Wilm 9 32.4 32.4 0.00 0.00% 63 32.4 32.5 0.10 0.31%

4/2/2014 Wilm 10 32.8 32.8 0.00 0.00% 63 33.3 33.3 0.00 0.00%

4/2/2014 Wilm Retest#2 33.1 33.1 0.00 0.00% 71 33.2 33.1 -0.10 -0.30% Adjust ESP

4/2/2014 Wilm Retest#3 33.3 33.4 0.10 0.30% 71 33.3 33.2 -0.10 -0.30% Adjust ESP

4/2/2014 Wilm Retest#6 33.5 33.5 0.00 0.00% 70 33.5 33.4 -0.10 -0.30% Adjust ESP

4/30/2014 Wilm 1 32.5 32.5 0.00 0.00% 68 32.6 32.5 0.10 -0.31%

4/30/2014 Wilm 2 36.4 34.6 -1.80 -4.95% 68 36 33.8 -6.11% Adjusted by DMV & ESP

4/30/2014 Wilm 3 35 32.4 -2.60 -7.43% 68 35 32.4 -7.43%

4/30/2014 Wilm 4 32.9 32.9 0.00 0.00% 70 32.9 32.9 0.00%
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4/30/2014 Wilm 5 31.1 31.1 0.00 0.00% 70 31.9 31.3 -1.88% Adjusted by DMV & ESP

4/30/2014 Wilm 6 32.6 32.6 0.00 0.00% 70 32.4 32.4 0.00%

4/30/2014 Wilm 7 30.6 30.7 0.10 0.33% 70 31 31.1 0.32% Adjusted by DMV & ESP

4/30/2014 Wilm 8 31.8 31.8 0.00 0.00% 70 31.8 32 0.63% Adjusted by DMV & ESP

4/30/2014 Wilm 9 32 32.1 0.10 0.31% 70 32.3 32.3 0.00%

4/30/2014 Wilm 10 33.5 33.5 0.00 0.00% 70 33.2 33.1 -0.30%

4/30/2014 Wilm Retest#8 33.5 33.2 -0.30 -0.90% 70 33.6 33.5 -0.30%

4/30/2014 Wilm Retest#7 33 33 0.00 0.00% 70 32 32 0.00%

4/30/2014 Wilm Retest#5 33.6 33.6 0.00 0.00% 70 33.5 33.5 0.00%

4/30/2014 Wilm Retest#3 32.4 32.4 0.00 0.00% 70 32.3 32.4 0.31%

4/30/2014 Wilm Retest#2 33.6 33.5 -0.10 -0.30% 70 33.1 33.1 0.00%

5/29/2014 Wilm 1 32.1 32.1 0.00 0.00% 58 31.8 31.8 0.00 0.00%

5/29/2014 Wilm 2 33.4 33.4 0.00 0.00% 58 33 32.9 -0.10 -0.30%

5/29/2014 Wilm 3 32.4 32.5 0.10 0.31% 58 32.5 32.6 0.10 0.31%

5/29/2014 Wilm 4 32.9 32.9 0.00 0.00% 60 33 33 0.00 0.00%

5/29/2014 Wilm 5 33.1 33.1 0.00 0.00% 60 32.2 32.2 0.00 0.00%

5/29/2014 Wilm 6 32.8 32.8 0.00 0.00% 60 32.8 32.7 -0.10 -0.30%

5/29/2014 Wilm 7 33.8 33.9 0.10 0.30% 60 33.5 33.5 0.00 0.00%

5/29/2014 Wilm 8 33.6 33.1 -0.50 -1.49% 60 33.6 33 -0.60 -1.79%

5/29/2014 Wilm 9 32.4 32.6 0.20 0.62% 60 32.2 32.3 0.10 0.31%

5/29/2014 Wilm 10 32.9 33 0.10 0.30% 60 32.9 33 0.10 0.30%

5/29/2014 Wilm Retest 1 33.6 33.6 0.00 0.00% 58 33.6 33.6 0.00 0.00% Adjusted by DMV

5/29/2014 Wilm Retest 8 33.8 33.8 0.00 0.00% 58 33.8 33.8 0.00 0.00% Adjusted by DMV 

6/6/2014 Wilm 1 33.1 33.1 0.00 0.00% 76 33.1 33.1 0.00 0.00%

6/6/2014 Wilm 2 32.4 32.5 0.10 0.31% 76 32.4 32.3 -0.10 -0.31%

6/6/2014 Wilm 3 32.5 32.6 0.10 0.31% 76 32.6 32.8 0.20 0.61%

6/6/2014 Wilm 4 32.3 32.2 -0.10 -0.31% 73 32 32.1 0.10 0.31%

6/6/2014 Wilm 5 33.2 33.2 0.00 0.00% 73 33.2 33.2 0.00 0.00%

6/6/2014 Wilm 6 32.8 32.8 0.00 0.00% 73 32.7 32.7 0.00 0.00%

6/6/2014 Wilm 7 32.7 32.8 0.10 0.31% 73 32.6 32.7 0.10 0.31%

6/6/2014 Wilm 8 33.6 33.6 0.00 0.00% 73 33.6 33.7 0.10 0.30%

6/6/2014 Wilm 9 32 32.1 0.10 0.31% 73 32.1 32.1 0.00 0.00%

6/6/2014 Wilm 10 32.9 32.9 0.00 0.00% 73 32.6 32.8 0.20 0.61%

6/20/2014 Wilm 1 32.4 32.5 0.10 0.31% 72 32.5 32.4 -0.10 -0.31%

6/20/2014 Wilm 2 33.1 33.1 0.00 0.00% 72 32 32 0.00 0.00%
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6/20/2014 Wilm 3 32.8 32.9 0.10 0.30% 72 33.1 33.1 0.00 0.00%

6/20/2014 Wilm 4 33.6 33.5 -0.10 -0.30% 72 33.2 33.2 0.00 0.00%

6/20/2014 Wilm 5 32.5 32.5 0.00 0.00% 72 32.9 33 0.10 0.30%

6/20/2014 Wilm 6 33.1 33.2 0.10 0.30% 72 32.5 32.5 0.00 0.00%

6/20/2014 Wilm 7 33.3 33.3 0.00 0.00% 72 32.5 32.4 -0.10 -0.31%

6/20/2014 Wilm 8 33.5 33.5 0.00 0.00% 72 33.4 33.5 0.10 0.30%

6/20/2014 Wilm 9 33.2 33.2 0.00 0.00% 72 32.2 32.3 0.10 0.31%

6/20/2014 Wilm 10 33.1 33 -0.10 -0.30% 72 33 33.2 0.20 0.61%

07/02/20104 Wilm 1 32.6 32.6 0.00 0.00% 84 32.7 32.6 -0.10 -0.31%

07/02/20104 Wilm 2 31.9 31.9 0.00 0.00% 84 31.9 31.8 -0.10 -0.31%

07/02/20104 Wilm 3 32.6 32.7 0.10 0.31% 84 32.6 32.8 0.20 0.61%

07/02/20104 Wilm 4 33.1 33.1 0.00 0.00% 84 33.1 33.2 0.10 0.30%

07/02/20104 Wilm 5 33.9 33.8 -0.10 -0.29% 84 32.6 32.5 -0.10 -0.31%

07/02/20104 Wilm 6 32 32 0.00 0.00% 84 32 32 0.00 0.00%

07/02/20104 Wilm 7 31.5 31.5 0.00 0.00% 84 31.2 31.3 0.10 0.32%

07/02/20104 Wilm 8 33.3 33.3 0.00 0.00% 84 33.3 33.3 0.00 0.00%

07/02/20104 Wilm 9 31.8 31.9 0.10 0.31% 84 32.9 33 0.10 0.30%

07/02/20104 Wilm 10 32.5 32.5 0.00 0.00% 84 32.5 32.7 0.20 0.62%

07/02/20104 Wilm Retest 32.7 32.8 0.10 0.31% 88 33.2 33.1 -0.10 -0.30% Adjusted by DMV

07/02/20104 Wilm Retest 32.8 32.7 -0.10 -0.30% 88 32.2 32.3 0.10 0.31% Adjusted by DMV

07/02/20104 Wilm Retest 32.4 32.5 0.10 0.31% 88 32.3 32.3 0.00 0.00% Adjusted by DMV

8/4/2014 Wilm 1 32.8 32.9 0.10 0.30% 74 32.8 32.8 0.00 0.00%

8/4/2014 Wilm 2 32.4 32.4 0.00 0.00% 74 32.4 32.5 0.10 0.31%

8/4/2014 Wilm 3 32.4 32.4 0.00 0.00% 74 32.3 32.4 0.10 0.31%

8/4/2014 Wilm 4 32.5 32.5 0.00 0.00% 74 32.5 32.4 -0.10 -0.31%

8/4/2014 Wilm 5 33 33 0.00 0.00% 74 33.3 33.4 0.10 0.30%

8/4/2014 Wilm 6 33.4 33.4 0.00 0.00% 74 33.3 33.3 0.00 0.00%

8/4/2014 Wilm 7 31.3 31.7 0.40 1.28% 74 31.6 31.8 0.20 0.63% Adjusted by DMV

8/4/2014 Wilm 8 33.3 33.3 0.00 0.00% 74 33.3 33.4 0.10 0.30%

8/4/2014 Wilm 9 32.1 32.2 0.10 0.31% 74 32.1 32.2 0.10 0.31%

8/4/2014 Wilm 10 33.2 33.4 0.20 0.60% 74 33 32.9 -0.10 -0.30%

8/4/2014 Wilm Retest#7 33.4 33.5 0.10 0.30% 82 33.3 33.4 0.10 0.30%

9/11/2014 Wilm 1 32.7 32.7 0.00 0.00% 73 32.5 32.6 0.10 0.31%

9/11/2014 Wilm 2 32.8 32.8 0.00 0.00% 73 32.6 32.6 0.00 0.00%

9/11/2014 Wilm 3 33.1 33.3 0.20 0.60% 73 32.6 32.7 0.10 0.31%
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9/11/2014 Wilm 4 33.2 33.3 0.10 0.30% 73 33.2 33.3 0.10 0.30%

9/11/2014 Wilm 5 33 32.9 -0.10 -0.30% 73 33 33.3 0.30 0.91%

9/11/2014 Wilm 6 33 33 0.00 0.00% 73 32.9 32.9 0.00 0.00%

9/11/2014 Wilm 7 32.6 32.4 -0.20 -0.61% 73 32.8 32.7 -0.10 -0.30%

9/11/2014 Wilm 8 34.5 34.6 0.10 0.29% 73 33.6 33.6 0.00 0.00% Adjusted by DMV

9/11/2014 Wilm 9 33.6 33.8 0.20 0.60% 73 33.6 33.6 0.00 0.00%

9/11/2014 Wilm 10 32.4 32.2 -0.20 -0.62% 73 32.5 32.6 0.10 0.31%

9/11/2014 Wilm Retest 33.3 33.3 0.00 0.00% 73 33.2 33.3 0.10 0.30%

9/25/2014 Wilm 1 32.8 32.8 0.00 0.00% 59 32.5 32.5 0.00 0.00%

9/25/2014 Wilm 2 33.7 33.8 0.10 0.30% 59 33.6 33.6 0.00 0.00%

9/25/2014 Wilm 3 32.4 32.5 0.10 0.31% 59 32.4 32.5 0.10 0.31%

9/25/2014 Wilm 4 32 32 0.00 0.00% 59 32 32 0.00 0.00%

9/25/2014 Wilm 5 33.3 33.3 0.00 0.00% 59 33 33 0.00 0.00%

9/25/2014 Wilm 6 33.6 33.5 -0.10 -0.30% 59 33.5 33.7 0.20 0.60%

9/25/2014 Wilm 7 33 33 0.00 0.00% 59 33 32.9 -0.10 -0.30%

9/25/2014 Wilm 8 33.7 33.8 0.10 0.30% 59 33.8 33.9 0.10 0.30%

9/25/2014 Wilm 9 34.3 34.3 0.00 0.00% 59 33.8 33.9 0.10 0.30% Adjusted by DMV

9/25/2014 Wilm 10 35.1 34.9 -0.20 -0.57% 59 32.8 32.8 0.00 0.00% Adjusted by DMV

9/25/2014 Wilm Retest# 33.7 33.8 0.10 0.30% 59 33.7 33.7 0.00 0.00%

9/25/2014 Wilm Retest#1 33.3 33.2 -0.10 -0.30% 59 33 33.2 0.20 0.61%

10/10/2014 Wilm 1 33.4 33.4 0.00 0.00% 58 33.5 33.5 0.00 0.00%

10/10/2014 Wilm 2 33.5 33.5 0.00 0.00% 58 33.7 33.7 0.00 0.00%

10/10/2014 Wilm 3 32.7 32.8 0.10 0.31% 58 32.8 32.9 0.10 0.30%

10/10/2014 Wilm 4 33 33 0.00 0.00% 56 32.8 32.8 0.00 0.00%

10/10/2014 Wilm 5 34.2 34.3 0.10 0.29% 56 33.6 33.8 0.20 0.60% Adjusted by DMV

10/10/2014 Wilm 6 33.9 33.9 0.00 0.00% 56 33.8 33.7 -0.10 -0.30%

10/10/2014 Wilm 7 33.5 33.6 0.10 0.30% 56 32.9 33 0.10 0.30%

10/10/2014 Wilm 8 34.3 34.3 0.00 0.00% 56 34.5 34.7 0.20 0.58% Adjusted by DMV

10/10/2014 Wilm 9 33 33.1 0.10 0.30% 56 33.2 33.3 0.10 0.30%

10/10/2014 Wilm 10 33.3 33.3 0.00 0.00% 56 32.6 32.8 0.20 0.61%

10/10/2014 Wilm Retest#5 33.4 33.5 0.10 0.30% 56 33.6 33.5 -0.10 -0.30%

10/10/2014 Wilm Retest#8 33.2 33.2 0.00 0.00% 56 33.5 33.6 0.10 0.30%

10/24/2014 Wilm 1 33.4 33.4 0.00 0.00% 58 33.4 33.4 0.00 0.00%

10/24/2014 Wilm 2 34 34 0.00 0.00% 58 34.4 34.3 -0.10 -0.29%

10/24/2014 Wilm 3 32.4 32.4 0.00 0.00% 58 32.7 32.8 0.10 0.31%
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10/24/2014 Wilm 4 32.3 32.3 0.00 0.00% 58 31.9 31.9 0.00 0.00%

10/24/2014 Wilm 5 33.7 33.5 -0.20 -0.59% 58 33.1 33.2 0.10 0.30%

10/24/2014 Wilm 6 34.1 34.1 0.00 0.00% 58 34.2 34.2 0.00 0.00%

10/24/2014 Wilm 7 33.5 33.6 0.10 0.30% 58 33.5 33.6 0.10 0.30%

10/24/2014 Wilm 8 33.4 33.4 0.00 0.00% 58 33.5 33.6 0.10 0.30%

10/24/2014 Wilm 9 32.9 32.9 0.00 0.00% 58 32.9 33.1 0.20 0.61%

10/24/2014 Wilm 10 33.5 33.4 -0.10 -0.30% 58 32.5 32.6 0.10 0.31%

10/24/2014 Wilm Retest#2 33.5 33.5 0.00 0.00% 58 33.5 33.5 0.00 0.00%

10/24/2014 Wilm Retest#4 32.4 32.5 0.10 0.31% 58 32.6 32.6 0.00 0.00%

10/24/2014 Wilm Retest#6 33 33 0.00 0.00% 58 33 33 0.00 0.00%

11/5/2014 Wilm 1 33.1 33.2 0.10 0.30% 73 33 33 0.00 0.00%

11/5/2014 Wilm 2 33.6 33.7 0.10 0.30% 73 33.6 33.6 0.00 0.00%

11/5/2014 Wilm 3 32.7 32.7 0.00 0.00% 73 32.9 33.1 0.20 0.61%

11/5/2014 Wilm 4 31.9 31.9 0.00 0.00% 73 31.7 31.7 0.00 0.00% Adjusted by DMV

11/5/2014 Wilm 5 33.8 33.9 0.10 0.30% 73 34 33.9 -0.10 -0.29%

11/5/2014 Wilm 6 32 32 0.00 0.00% 73 32 32 0.00 0.00%

11/5/2014 Wilm 7 33.9 33.9 0.00 0.00% 73 33.6 33.6 0.00 0.00%

11/5/2014 Wilm 8 33.8 33.9 0.10 0.30% 73 33.6 33.8 0.20 0.60%

11/5/2014 Wilm 9 33 33.1 0.10 0.30% 73 33 33.1 0.10 0.30%

11/5/2014 Wilm 10 32.5 32.7 0.20 0.62% 73 32.4 32.5 0.10 0.31%

11/5/2014 Wilm Retest 32.8 32.9 0.10 0.30% 73 32.7 32.5 -0.20 -0.61%

11/20/2014 Wilm 1 33.7 33.8 0.10 0.30% 72 32 32.1 0.10 0.31%

11/20/2014 Wilm 2 33.5 33.4 -0.10 -0.30% 72 33.6 33.7 0.10 0.30%

11/20/2014 Wilm 3 33.2 33.3 0.10 0.30% 72 33.3 33.4 0.10 0.30%

11/20/2014 Wilm 4 32.1 32.1 0.00 0.00% 70 32.2 32.1 -0.10 -0.31%

11/20/2014 Wilm 5 33.1 33.3 0.20 0.60% 70 33.1 33.3 0.20 0.60%

11/20/2014 Wilm 6 32.2 32.2 0.00 0.00% 70 32 32 0.00 0.00%

11/20/2014 Wilm 7 33.5 33.6 0.10 0.30% 70 33 33.1 0.10 0.30%

11/20/2014 Wilm 8 32.3 32.3 0.00 0.00% 70 32.3 32.4 0.10 0.31%

11/20/2014 Wilm 9 33.2 33.3 0.10 0.30% 70 33.2 33.4 0.20 0.60%

11/20/2014 Wilm 10 32.3 32.4 0.10 0.31% 70 32.7 32.7 0.00 0.00%

12/15/2014 Wilm 1 33.5 34.3 0.80 2.39% 65 33.4 34.2 0.80 2.40% Adjusted by ESP

12/15/2014 Wilm 2 32.6 33.3 0.70 2.15% 65 32.1 32.7 0.60 1.87% Adjusted by ESP

12/15/2014 Wilm 3 32.8 33.5 0.70 2.13% 65 33.1 33.8 0.70 2.11% Adjusted by ESP

12/15/2014 Wilm 4 33 33.6 0.60 1.82% 65 32.7 33.3 0.60 1.83% Adjusted by ESP



Wilmington Pressure Data

2014

Date Station Lane # Manometer Analyzer

IWC 

Difference

% 

Deviation

Temp 

°F

Cap 

Manometer

Cap 

Analyzer

IWC 

Difference

% 

Deviation Comments

12/15/2014 Wilm 5 32.7 33.6 0.90 2.75% 65 32.9 33.8 0.90 2.74% Adjusted by ESP

12/15/2014 Wilm 6 32.8 33.5 0.70 2.13% 65 32.7 33.4 0.70 2.14% Adjusted by ESP

12/15/2014 Wilm 7 38.8 27.9 -10.90 -28.09% 65 28.8 29.8 1.00 3.47% Adjusted by ESP

12/15/2014 Wilm 8 31.01 32.8 1.79 5.77% 65 31.9 32.7 0.80 2.51% Adjusted by ESP

12/15/2014 Wilm 9 32.6 33.4 0.80 2.45% 65 32.6 33.5 0.90 2.76% Adjusted by ESP

12/15/2014 Wilm 10 32.6 33.2 0.60 1.84% 65 32.1 32.7 0.60 1.87% Adjusted by ESP

12/15/2014 Wilm 1 33.5 33.5 0.00 0.00% 44 33.5 33.5 0.00 0.00%

12/15/2014 Wilm 2 34 34 0.00 0.00% 44 33.6 33.6 0.00 0.00%

12/15/2014 Wilm 3 33 33.1 0.10 0.30% 44 33.3 33.3 0.00 0.00%

12/15/2014 Wilm 4 33.4 33.3 -0.10 -0.30% 44 33.2 33.2 0.00 0.00%

12/15/2014 Wilm 5 33 33.1 0.10 0.30% 44 33.7 33.6 -0.10 -0.30%

12/15/2014 Wilm 6 33.3 33.3 0.00 0.00% 44 33.5 33.6 0.10 0.30%

12/15/2014 Wilm 7 33.3 33.2 -0.10 -0.30% 44 33 33 0.00 0.00%

12/15/2014 Wilm 8 33 33.2 0.20 0.61% 44 32.9 32.9 0.00 0.00%

12/15/2014 Wilm 9 33 33.1 0.10 0.30% 44 33.1 33.2 0.10 0.30%

12/15/2014 Wilm 10 33.3 33.4 0.10 0.30% 44 32.6 32.5 -0.10 -0.31%

12/18/2014 Wilm 1 33.2 33.2 0.00 0.00% 38 33.3 33.3 0.00 0.00%

12/18/2014 Wilm 2 34 34 0.00 0.00% 38 34 34 0.00 0.00%

12/18/2014 Wilm 3 33.3 33.3 0.00 0.00% 38 33.3 33.2 -0.10 -0.30%

12/18/2014 Wilm 4 32.6 32.6 0.00 0.00% 38 32.6 32.6 0.00 0.00%

12/18/2014 Wilm 5 33.8 33.8 0.00 0.00% 38 32.9 33 0.10 0.30%

12/18/2014 Wilm 6 33 33.2 0.20 0.61% 38 33 33.2 0.20 0.61%

12/18/2014 Wilm 7 32.7 32.7 0.00 0.00% 38 32.6 32.5 -0.10 -0.31%

12/18/2014 Wilm 8 32 32 0.00 0.00% 38 32 32 0.00 0.00%

12/18/2014 Wilm 9 32.2 32.2 0.00 0.00% 38 32.5 32.6 0.10 0.31%

12/18/2014 Wilm 10 32.2 32.4 0.20 0.62% 38 32.6 32.6 0.00 0.00%


